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INTRODUCTION 

Generation  of  high-power,  wavelength-tunahle  UV  pi¬ 
cosecond  laser  pulses  is  commonly  believed  to  require  the 
use  of  pulse  compression  and  cavity  dumping1  or  the  u>e 
of  second  harmonic  generation  in  either  an  intracavity 
geometry  or  an  external-ring  resonator.1  The.^e  ap¬ 
proaches  use  either  high  peak  power  or  high  circulating 
power  to  increase  the  generated  LA'.  Howe'er,  the  ad¬ 
dition  of  a  pulse  compressor  increases  the  laser  lint-width, 
while  the  use  of  a  cavity  dumper  reduces  the  repetition 
rate  of  the  laser.  Both  increase  the  cost  and  complexity 
of  the  iacer  system.  Intracavity  frequency  doubling  re¬ 
quires  modification  of  the  dye  laser  optics,  which  slaves 
the  dye  laser  to  I'Y  operation  and  makes  scanning  the 
wavelength  difficult.  Moreover,  the  majority  of  such  in¬ 
tracavity  design'  utilize  ring  dye  lasers,  which  are  more 
difficult  to  maintain  in  proper  alignment  than  are  stand¬ 
ing-wave  dye  lasers.  External  ring  resonators  require  ad¬ 
ditional  optical  components  and  critical  matching  of  the 
two  cavity  frequencies.  In  comparison,  we  have  found 
that  normal,  angle-tuned,  extra-cavity  frequency  dou¬ 
bling  can  produce  conversion  efficiencies  from  1  to  7', 
by  careful  adjustment  of  the  dye  laser  cavity  length. 

INSTRUMENTATION 

Tunable  visible  radiation  is  provided  by  a  rhodamine 
6G  dye  laser  (Spectra  Physics  Model  575B)  that  is  syn- 
ohronmi'lv  pumped  by  a  mode-locked,  frequency-dou¬ 
bled  Nd:YAC.  laser  (Spectra-Physic^  Series  3000)  oper¬ 
ating  af  62  MHz  The  output  of  the  dye  laser  passes 
through  a  focusing  lens,  a  LilO  crystal,  a  collimating 
lens,  and  a  Pellin-Broca  prism.  The  UV  power  is  moni¬ 
tored  with  a  pyroelectric  radiometer  (Laser  Precision 
Corp.,  Model  RkP  545).  The  10  y  10  *  2-mm  LilO 
crystal,  cut  at  an  angle  of  60°,  is  encased  in  a  cell  with 
AR -coated  windows.  The  crystal  and  cell,  which  is  filled 
with  index-matching  fluid,  are  obtained  from  Quantum 
Technology  Inc.,  Sanford.  FL.  A  combination  of  trans¬ 
lation  and  rotation  stages  allows  positioning  of  the  crystal 
to  maximize  the  UV  output. 
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RESULTS  AND  DISCUSSION 

Previous  instrument  development  studies  in  pump 
probe  spectroscopy'1  have  led  us  to  the  realization  that 
dye  laser  cavity  length  is  a  critical  parameter  in  deter¬ 
mining  signal  quality.  While  attempting  to  produce  high 
average  power  UV.  we  found  that  maximum  conversion 
efficiency  to  the  second  harmonic  also  depends  strongly 
on  cavity  length.  For  both  characteristics,  minimizing 
the  autocorrelator  pulse  width  does  not  locate  the  proper 
position.  The  optimum  length  for  frequency  doubling  is 
from  2  to  12  longer  than  that  producing  the  shortest 
pulses,  depending  upon  the  number  of  elements  in  the 
Lyot  filter.  The  length  adjustment  has  to  be  made  very 
carefully  since  minor  changes  have  a  pronounced  effect 
on  the  UV  power  produced  for  a  given  fundamental  pow  ¬ 
er.  For  example,  a  2-^m  change  from  the  optimum  cavity 
length  yields  a  27 V  drop  in  L'Y  puwer. 

Using  3.0-ps  pulses  at  600  nm  and  an  average  funda¬ 
mental  power  of  390  mW  passing  through  a  160-mm- 
focal-length  lens.  12  mW  of  average  UV  power  was  pro¬ 
duced  at  300  nm.  The  power  could  be  increased  to  2b 
mW  with  the  use  of  a  120-mm-focal-length  lens,  but  the 
UV  power  dropped  and  then  stabilized  at  lv)  mW  over 
a  ten-minute  period.  This  results  in  a  maximum  c -in¬ 
version  efficiency  of  between  3  and  7'<  .  The't  \ allied 
compare  very  favorably  with  a  reported  conver.-ion  ef¬ 
ficiency  of  9  -  10  r.  for  intra-cavity  doubling  <4  cup - 
tinuously  mode-locked  laser  and  15V  for  extra-cavity  - 
doubling  of  a  cavity-dumped,  sub-picosecond  laser.  At 
the  edges  of  the  dye  tuning  curve,  the  conversion  effi¬ 
ciency  remained  higher  than  1  '<  .  As  an  example,  at  635 
nm  the  average  fundamental  power  dropped  to  165  m\V 
but  still  produced  2.1  m\V  of  average  UV  power  at  517.5  ^ 
nm. 

This  observation  is  not  an  isolated  event  unique  to  the 
laser  or  doubling  crystal.  Comparable  results  have  been 
independently  reproduced  on  other  laser  systems  with 
different  LilO,  crystals.  The  optical  scheme  for  produc¬ 
ing  high-power,  high-repetition-rate  picosecond  l"V 
pulses  is  simple,  and  the  conversion  efficiencies  obtained 
are  substantially  higher  than  any  previously  reported  for 
continuously  mode-locked  dye  lasers.  As  noted  previ¬ 
ously,  the  precise  cavity  length  for  maximum  conversion 
efficiency  is  difficult  to  locate  with  the  use  of  an  auto- 
correlator.  Monitoring  UV  power  is  the  best  method  for 
fine  cavitv  length  adjustment.  /\ 
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